Electrocardiographic artifacts during electroconvulsive therapy.
Electrocardiographic (ECG) artifacts occur with the use of internal or external monitoring and therapeutic devices. Other common cause of ECG artifact is patient's motion. Electrocardiographic artifact during electroconvulsive therapy is not reported in the literature. We report ECG artifacts due to 2 different mechanisms in the same patient.